Abstract: Biodegradable magnesium (Mg) alloys are known as "the new generation of biomedical metal materials". However, high degradation rates restrict their clinical application. To overcome this issue, a new and simple method for producing of protective coating based on hydrothermal synthesis at 200 • C in 0.5 M NaHCO 3 was elaborated. The microstructure, elemental and phase composition of the produced films were examined by scanning electron microscope (SEM), X-ray energy-dispersive spectrometer (EDS) and X-ray diffraction (XRD). The mechanical strength of the protective coating was evaluated by grid scribing method. The corrosion protection effect was evaluated using linear sweep voltammogram (LSV) and electrochemical impedance spectroscopy (EIS) methods in the simulated body fluid (SBF). Since the corrosion process is accompanied by stoichiometric evolution of hydrogen, the amount of the latter was measured to quantify the overall corrosion rate. Both the coatings morphology and phase composition were sensitive to the treatment duration. The coating formed after 0.5 h was loose and mainly consisted of spherical flower-like Mg 5 (CO 3 ) 4 (OH) 2 ·4H 2 O accompanied by small amounts of Mg(OH) 2 . The treatment duration of 3 h resulted in a thicker compact coating composed mainly of irregular granular MgCO 3 as well as Mg(OH) 2 . The coating providing the most effective protection and uniform corrosion was achieved by 2 h treatment at 200 • C.
Introduction
Mg alloys have attracted much attention for their potential use as a new class of biodegradable medical implant materials, as they possess good biocompatibility [1] . Mg alloy are biodegradable, and their degradation products can be excreted through human metabolism. Furthermore, Mg is an essential element for human organisms, which could have stimulatory effects on the bone grafting. The density and the elastic modulus of Mg alloys are close to those of natural bones [2] . Therefore, Mg alloys are known as "the new generation of biomedical metal materials" [3] . The biological applications of Mg alloys are limited mainly due to their too rapid degradation rate for most implanted devices [4, 5] . Although some studies related to the corrosion/degradation behavior of Mg and Mg alloys have been intensively carried out [6] , further research is still needed to improve their corrosion characteristics and surface properties.
To improve the corrosion resistance of Mg alloys, surface modification has become the research focus of medical Mg alloys [7] . Chemical conversion coatings [8, 9] , electrochemical coatings [10, 11] , polymer coatings [12, 13] , ceramic coatings [14, 15] , ion implantation coatings [16, 17] , composite coatings [18, 19] etc. improve the corrosion performance of Mg alloys. The drawbacks of these methods are often complicated process, limited corrosion protection, poor biocompatibility and poor adhesion [20] [21] [22] [23] [24] . While passivation of the Mg surface by oxidation is a very simple process, the spontaneously formed oxide coating is loose and does not provide effective corrosion protection. Alkaline heat treatment, however, is a simple method which effectively improves the corrosion resistance of Mg alloys because of the compact oxide film that forms [25] . As a special chemical method, hydrothermal treatment has been gradually introduced into the corrosion prevention of Mg alloys in recent years [26, 27] . In this study, we applied a hydrothermal treatment in aqueous NaHCO 3 solution to the high-performance biomedical Mg 6 Ho 0.5 Zn alloy.
The selected substrate Mg 6.659 Ho 0.536 Zn 0.005 Fe 0.002 Ni 0.007 Cu, wt.% extruded alloy, is a promising biodegradable medical material [28] . Nano-spaced and solute-segregated basal plane stacking faults (SFs) with an extremely large aspect ratio, can be formed and distributed uniformly throughout the fine dynamic recrystallized (DRXed) grains in the as-extruded Mg 6 Ho 0.5 Zn alloy by adding Ho and Zn and controlling their ratio as well as appropriate preparation processing parameters. Compared with alloys possessing classic microstructure, the new alloy with profuse SFs exhibits uniform in-vitro and in-vivo corrosion behavior, low corrosion rate and optimal mechanical properties. In addition, the Mg 6 Ho 0.5 Zn alloy shows no significant toxicity to Saos-2 cells.
In this paper, the effect of the hydrothermal treatment duration on the morphology, composition, mechanical and electrochemical properties of the protective coating formed on the Mg 6 Ho 0.5 Zn substrate surface were investigated. It should be noted that the hydrothermal treatment may not be limited only to the Mg 6 Ho 0.5 Zn alloy, but might be suitable for other Mg alloys as well.
Materials and Methods

Samples Preparation
The alloy with nominal composition Mg 6.659 Ho 0.536 Zn 0.005 Fe 0.002 Ni 0.007 Cu, wt.% and its special structure and outstanding corrosion behavior was reported [29] . The substrate samples were ground and polished with SiC abrasive papers from P120 down to P2000 to achieve a smooth surface and get rid of impurity layer and then degreased with ethanol and acetone (1:1) in ultrasonic bath for 10 min, followed by drying in the air.
Four sets of samples were prepared by hydrothermal treatment in 0.5 M NaHCO 3 aqueous solution at 200 • C in the autoclave for 0.5, 1, 2 and 3 h, followed by drying at 200 • C for 1 h. These hydrothermally treated samples were designated as HT0.5, HT1, HT2 and HT3 respectively.
Characterization
The morphology and phase composition of the coatings were examined by scanning electron microscope (SEM, Quanta 200 FEG, FEI, Hillsboro, OR, USA) equipped with X-ray energy-dispersive spectrometer (EDS, Quanta 200 FEG, FEI, Hillsboro, OR, USA) and X-ray diffraction (XRD, D/MAX-Ultima III, Rigaku Corporation, Tokyo, Japan).
To test the mechanical strength of the coating, a grid was scribed on the sample surface using a sharp blade and controlled by SEM.
Linear sweep voltammogram (LSV) and electrochemical impedance spectroscopy (EIS) measurements were conducted in the simulated body fluid (SBF) using PGSTAT302N potentiostat (Metrohm Autolab, Utrecht, The Netherlands). The composition of the SBF is depicted in Table 1 . The SBF was buffered with Tris-HCl and the pH 7.4 was set. A three-electrode cell set-up was used, with the tested sample as the working electrode (WE), a platinum wire as the counter electrode (CE) and a saturated calomel electrode (SCE) as the reference electrode (RE). Prior to electrochemical measurements, samples were kept in the SBF for 0.5 h. LSV was conducted in the potential range from −300 to 300 mV vs open circuit potential (OCP) at 2 mV/s. EIS was performed at OCP, and 10 mV RMS AC excitation signal amplitude in the frequency range from 100 kHz to 10 mHz. Long-term corrosion behavior was evaluated by immersion in SBF at 37 ± 0.5 • C for 5 days. The evolved hydrogen was continuously collected by means of the funnel and the burette above the sample. To compensate the pH shift due to hydrogen evolution, the SBF was replaced every 36 h and the SBF amount was controlled to be 30 mL/cm 2 of the sample surface. HT0.5 and HT1 mainly consisted of Mg 5 (CO 3 ) 4 (OH) 2 ·4H 2 O, as it can be seen from XRD patterns (Figure 2 ). Diffraction peaks of these two samples also indicated the presence of small Mg(OH) 2 quantities. In contrast to this, the main phase composition of the HT2 and HT3 samples was MgCO 3 with a few Mg(OH) 2 inclusions. Thus, the duration of the hydrothermal treatment influences both the morphology and the composition of the formed coating. The film thickness build-up can also be followed by XRD patterns. Thus, the intensity of Mg diffraction peaks, which come from the substrate alloy, are roughly the same for the HT0.5 and HT1 samples, indicating, that the coating thickness is also comparable. In the case of the HT2 sample, the intensity of the Mg diffraction peaks drops significantly, indicating increase of the coating thickness, as well as its compactness. It is worth noting that the different phase may have different X-ray absorption behavior. Finally, the HT3 sample shows no Mg diffraction peaks, thus the formed coating is thicker, than that of the HT2 sample. These observations also agree with the morphology change detected by SEM.
Results and Discussion
Morphology and Composition
To support the XRD data, elemental analysis of the HT2 sample was carried out by SEM-EDS, as shown in the Figure 3a ,b. The C/O atom ratio was 1:2.25, which roughly represents the MgCO 3 phase detected by XRD. The cross-sectional morphology of this hydrothermal film was also observed by SEM, as shown in the Figure 3c and the coating thickness amounted to 15-20 µm. Considering an in-situ formation of the coating, a good adhesion of the carbonate layer to the substrate alloy can be assumed. This is indirectly confirmed by the absence of cracks and caves. 
Formation Mechanism
Based on the observations made, the formation of the coating can be divided into three stages: nucleation, transformation and densification, as schematically shown in the Figure 4 . First, Mg 2+ and OH − are formed as products of redox reaction between water and magnesium metal with corresponding half-reactions: The rates of these reactions are crucial in defining the overall coating nucleation rate:
Since the reaction conditions accelerate the Mg oxidation by water, the nucleation rate is rather high, which results in the loose spherical Mg(OH) 2 particles (Figure 4a ). Since the formed coating possesses many channels, the electrolyte can penetrate it and stands in the direct contact to the metallic substrate. As a result, such coating cannot provide enough protection against corrosion. During the transformation phase (Figure 4b ) the carbonate ions partially substitute hydroxide forming mixed hydroxycarbonate:
The transformation of the coating may occur in the whole bulk of the Mg(OH) 2 as the non-converted coating can be penetrated by the electrolyte as mentioned above. The hydroxycarbonate carbonate decomposes due to its instability:
forming magnesium carbonate and magnesium hydroxide, while the latter, again, can react with carbonate ions. The MgCO 3 layer is compact and uniform.
Mechanical Strength
The coating compactness increases with the treatment duration, however, there is a trend off between the compactness, which is crucial for the efficient corrosion protection, and mechanical strength, which is important for the long-term stability of the coating. The adhesion of the coating was tested for the samples HT2 and HT3 according to the method described in the experimental section. Figure 5 depicts SEM micrographs of the HT2 (Figure 5a,b) and HT3 (Figure 5c,d) samples after the strength test. The HT2 coating remained unchanged, maintaining its compact structure. No further damages of the coating could be found at the cut sites, thus it can be concluded that the coating exhibits sufficient mechanical strength and adhesion to the metal substrate. This is not the case for the HT3 sample, where obvious delamination occurred. Thus, it is clear that the thicker coating loses its mechanical strength, followingly losing its corrosion protective properties. Based on this, the hydrothermal treatment duration of 2 h is the optimum treatment duration. 
Electrochemistry
Break-through potential of the samples was determined by means of LSV. Prior to polarization, samples were conditioned at OCP for 0.5 h. The break-through potential (E corr ) and corrosion current density (J corr ) were derived from the Tafel-type plot (Figure 6a ). The derived data is summarized in Table 2 . The breakthrough potential shifts in the anodic direction with increased treatment time except for the HT0.5. The same trend is valid for the corrosion current density. The corrosion current is caused by Mg oxidation and is, thus, a good indicator of corrosion stability: as less the current density is, as more efficient the correction protection is. Therefore, the corrosion rate of the HT3 sample was 14 times less, than that of the untreated substrate and the breakthrough potential shifted by 0.426 V anodically.
To support the LSV data, charge transfer resistance (R ct ) values were evaluated by means of EIS. Figure 6b ,c shows Nyquist plots of the untreated substrate and samples HT0.5, HT1, HT2 and HT3. Samples HT1 and HT2 have at least two time constants: the high frequency capacitive loop is associated with R ct and the low frequency loop is associated with electrolyte penetration, including uptake of water and intrusion of ions. Spectrum of the HT0.5 sample additionally includes pseudo-inductive loop at low frequencies. It can be related with adsorption of Mg + or Mg 2+ at the Mg surface, thus indicating corroded sample surface. Without comprehensive analysis of the EIS data it can be indicated, that the R ct greatly increases with increased sample treatment duration, which in turn, is a sign of enhanced corrosion protection [30] [31] [32] . The sample HT3 does only show one time constant, which suggests that the coating is compact enough, so that no electrolyte penetration is detectable on this way.
Immersion Corrosion of Coating
Since the sample HT2 showed satisfactory short-term performance and stability, it was chosen for the long-term performance test in SBF at 37 • C for 5 days. The experiment was conducted as described in the experimental section. The obtained data is shown in the Figure 7 . The overall corrosion reaction of Mg at its free corrosion potential can be expressed as follows [33, 34] :
Thus, one mole of the oxidized Mg corresponds to one mole of evolved hydrogen and measuring its volume enables determining of the Mg weight loss. The quantity of the dissolved hydrogen was neglected.
After 120 h the quantity of the evolved hydrogen reached a mark at 0.7 mL/cm 2 , whereas that of the HT2 was slightly above 0.2 mL/cm 2 . This proves the fact that the coated sample also shows resistance against corrosion in the course of a long-term corrosive load. The corrosion rate of the untreated sample was constant during the experiment duration of 120 h, while that of the HT2 sample was continuously decreasing. The drop of the corrosion rate in the case of the HT2 may indicate additional surface passivation or local establishment of conditions, which slow down the kinetics of the Mg oxidation. Figure 8a ,b shows the HT2 coating morphology after the long-term test. It remained almost unchanged as compared to the freshly prepared sample (Figure 1e,f) : the coating is still uniform and compact completely covering the metal surface with no voids or cracks. 
Conclusions
In the present study, we proposed a simple, fast and effective method of biomedical Mg 6 Ho 0.5 Zn alloy protection by means of in-situ hydrothermal growth of protective coating in 0.5 M NaHCO 3 at 200 • C. The morphology and the phase composition of such grown coating may be influenced by varying the treatment duration. A thin film mainly consisting of spherical flower-like Mg 5 (CO 3 ) 4 (OH) 2 ·4H 2 O particles resulted after 0.5 h of the hydrothermal treatment. Increasing the treatment duration up to 3 h results in a compact thick film consisting of irregular granular MgCO 3 as well as some Mg(OH) 2 . By means of comprehensive evaluation of the mechanical and electrochemical coating properties, the treatment duration of 2 h was found to be the optimum treatment duration. Longer processing leads to deterioration of the coating mechanical properties. The protective coating may slow down the penetration of detrimental anions, such as Cl − , thus making the alloy corrode uniformly and slowly in-vivo as well. 
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